Abstract: Flow injection (FI) methodology, using diffuse reflectance in the visible region of the spectrum, for the analysis of total sulfur in the form of sulfate, precipitated in the form of barium sulfate, is presented. The method was applied to biodiesel, to plant leaves and to natural waters analysis. The analytical signal (S) correlates linearly with sulfate concentration (C) between 20 and 120 ppm, through the equation S= 1.138+0.0934 C (r = 0.9993). The experimentally observed limit of detection is about 10 ppm. The mean R.S.D. is about 3.0 %. Real samples containing sulfate were analyzed and the results obtained by the FI and by the reference batch turbidimetric method using the statistical Student's t-test and F-test were compared.
Introduction
When compared, for example, with those methods that use transmittance (absorbance), reflectance quantitative analytical methods in the UV-Vis region are not very popular. This fact can be attributed, in part, to the difficulty in preparing rigorously homogeneous reflecting surfaces. However, despite this problem, several quantitative reflectometric methods for the determination of analytes immobilized on solid supports have been developed offering quite good results [1] [2] [3] [4] [5] [6] [7] [8] [9] [10] . It is also possible to work in solution, measuring the diffuse reflectance of solids suspended in liquids [1] [2] 8] .
Turbidimetry and nephelometry are closely related analytical techniques based on the scattering of radiation by a solution containing dispersed particulate matter. When a radiation passes through a transparent medium in which solid particles are dispersed, part of the radiation is scattered in all directions, giving a turbid appearance to the mixture. Turbidimetry is based on the measuring of the intensity of the radiation transmitted by the solution whereas nephelometry is based on the scattered radiation at an angle, usually at the right angle. Turbidimetry is usually applied in the cases of concentrated particulates dispersed in solution whereas nephelometry is based on the scattered radiation at an angle, usually at the right angle. Turbidimetry is usually applied in the cases of concentrated particulates dispersed in solution while nephelometry offers reliable results at low concentrations because a small scattering intensity against a black background is easier to measure than a small change in intensity of intense transmitted radiation. The intensity of radiation appearing at any angle depends upon the number of particles, their size and shape, as well as the wavelength of the radiation [11] .
If the light reflected out of the plane of incidence of the radiation is considered the phenomenon it can be considered as diffuse reflectance [1] [2] 8] , to which Kubelka-Munk theory can be applied [12] .
The application of flow methods based on the formation of precipitates in line implies in some possible problems. Among them the most obvious are the clogging of the tubes and the deposition of precipitate on the windows of the optical cell.
Despite these problems however various turbidimetric, nephelometric, and reflectometric methods were reported in the literature [10 -24] .
Recently, the possibility to determine nickel by diffuse reflectance in a flow system where it was precipitated and kept dispersed as nickel dimethylglyoximate, a solid compound that easily adders to surfaces and that rapidly forms agglomerates was demonstrated [1] .
Sulfate is probably the most popular analyte determined by flow turbidimetric procedure, based on its precipitation as barium sulfate. Krug et al., in 1977 [25] adapted to a flow injection procedure the classical batch turbidimetric method for the determination of sulfate in natural waters and plants digest. It has been successfully applied to a variety of matrixes as environmental, plant digests, clinical and wine samples . Alternatively, flow procedures for sulfate analysis are based on the precipitation of PbSO 4 [49] . A nephelometric flow method for sulfate was also described [50] .
The nucleation of barium sulfate is pH dependent [27, 31, 46] . The pH not only affects the formation of the barium sulfate precipitate but also its structure. A precipitate obtained in a solution which pH is below 3 consists of well-shaped crystals, whereas at pH from 3 to 7 the precipitate is amorphous [27] . To obtain an acidic medium, hydrochloric acid is frequently applied. This addition is also done to prevent the formation of precipitates like carbonate, sulfite and phosphate of barium, which may interfere [48] .
One of the critical problems in sulfate determination using its precipitation with barium ions is the formation of deposits of barium sulfate in the system, including on the cell windows. To resolve this situation, Liu and Dasgupta [40] proposed an elegant method where the precipitate is formed in situ in a drop. However, despite the fact that this system solved the problem of the deposition on the cell windows, the precipitation of barium sulfate in the capillary tubes of the flow system probably still remains.
In this work the objective was to develop a very simple reflectometric method for the determination of sulfate in natural water and in digests in which the deposition of barium sulfate into the flow system is minimized. In this sense, a simple glass cell without corners was idealized (essentially a glass tube) and a very thin precipitate was desired. 
Experimental

Apparatus
mm). Reflectometric cell:
It is similar to that already described [1] with the difference that it was constructed in black PTFE (polytetrafluoroethylene). Sample injector: This has been described previously in details [51] . This injector was constructed in polytetrafluoroethylene (PTFE) and consists essentially of three round pieces tightly connected through their centers by a screw. Holes of about 1.8 mm in diameter are paths for the solutions and also the connections for the polyethylene tubes that conduct these solutions to and from the valve. The two external pieces are fixed on a metallic base and the third (on which the sampling loop of constant volume is placed) is located between the other two as a sandwich. This central piece can be moved in a teeter movement around its axis. This movement allows the introduction of the sample into the flow system [51] [52] [53] . Glass cuvettes: For the batch procedure a 2 cm optical pathway glass cuvette was used. For the FI proposed method an 1 cm pathway glass flow cuvette was used. Spectrophotometer: For the batch procedure a Micronal model B-382 was used. Mixer with magnetic stirring: already described [54] [55] .
In Figure 1 In this stream the sample containing sulfate is introduced. In the mixer M and in the coil L the reaction (precipitation) that is detected by the reflectometric sensor occurs. After five determinations it is recommendable to clean the line injecting 1 mL of an EDTA 0.02 mol L -1 in NaOH 0.6 mol L -1 solution [27, 31] , using a hypodermic syringe S, in order to avoid accumulation of the precipitate along the line, including on the cell windows. In the mixer M the mixture of the reagent with the analyte solution is vigorously stirred, increasing the contact of the reagent species and therefore decreasing the reaction time. It is also expected that this stirring favors the formation of very small particles. 
Reagents and solutions
All the reagents used were of analytical grade. The water was distilled in a glass distiller and deionized in a Milli-Q Plus Ultra-Pure system. 1.0 L of sulfate 1000 ppm stock solution was prepared: 1.3760 g of the (NH 4 ) 2 SO 4 dried in an oven for 2 hours at 120 o C was dissolved in 1000.0 mL of water in a volumetric flask. The concentrations of the analyte used for the construction of the calibration curve were obtained from this stock solution after adequate dilutions. 
Reference method
As reference method the batch turbidimetric procedure was used [56] [57] . The construction of the calibration curve was done as follows. Using a class A glass pipette, 2.0 mL of the barium 0.050 mol L -1 solution was put in a small 25 mL beaker containing a magnetic bar. 2.0 mL of the sulfate solution (in presence of PVA (0.05 % w/v) and HCL (0.01 mol L -1 )) was carefully added under magnetic agitation. The system was allowed to react during 2 minutes with stirring. In sequence, the turbidimetric measurement was done in the spectrophotometer at 420 nm, using a 2 cm pathway glass cell. The standard sulfate solutions were prepared in the following concentrations: 20, 40, 60, 80, 100 and 120 ppm (w/v). The calibration curve is described by the equation A = 0.0879 + 0.01122 C (r = 0.998), where A is the absorbance value and C the sulfate concentration in mg L -1 .
Real samples
Natural waters: In the case of natural waters I and II, an initial volume of the original samples was evaporated in order to concentrate the sulfate. 10 mL of HCl 0.1 mol L 1 per liter of water before the concentration process was added to avoid precipitation of carbonates. Natural water III was analyzed as it was in the bottle after degasified using ultrasound. Plant leaves: Adequate mass of soy leaves was carefully calcinated in a microwave furnace. The temperature was increased from the ambient to 100 o C and then in steps of was drop-wise added until a pH lower than 4. The volume was completed to the mark with HCl 0.01 mol L -1 . This solution was directly introduced in the flow system and analyzed with the batch turbidimetric procedure. Biodiesel: A sample of biodiesel was carefully calcinated at 550 o C similarly to the soy leaves procedure above described and the residue treated as done above for soy leaves.
Results and Discussion
In the FI reflectometric cell the LED and the LDR are relatively positioned in an angle of 90
• which vertex falls below the flow cell. This angle was chosen in order to minimize the specular reflection component and, at the same time, to maintain enough radiation reaching the detector.
When water or transparent solutions pass through the cell, the light coming from the light emitter diode (LED; λmax = 566 nm) partially reflects on the walls of the glass tube and on the solution interfaces. The reflection on the walls of the cell was minimized as it was constructed in black PTFE. The reflections on the glass walls and on the interfaces glass-solution and solutionglass still occur and are comparable to those in the cell constructed with white PTFE [1] . A constant part of this radiation reaches the detector (LDR; λmax = 550 nm) which resistance is then equilibrated in the Wheatstone bridge until the read voltage is zero. When the white precipitate of barium sulfate enters the cell, the radiation is randomly reflected on the particles in all directions. With the reflection process, the intensity of the light that reaches the detector changes upsetting the Wheatstone bridge. The resultant signal is registered, being proportional to the quantity of precipitate, in the working concentration range.
The so called diffuse reflectance process is currently considered when occurring on particles supported on solid surfaces. However, diffuse reflectance also occurs on solids dispersed in liquids and in gas phases. In figure 2 a simplified scheme of possible reflections of a light beam on suspended particles in a liquid, in a diffuse reflection process is shown. Obviously, main interaction between light and precipitate is expected to occur on the first layers of particles. The plausibility of this supposition increases with the increasing of the number of particles in the path of the light, i.e., with the increasing of the analyte concentration, reaching the maximum limit in the solid case.
Considering the configuration of the detection cell used in the present work these reflections occur on the suspended particles in the glass tube placed into the detection cell. The walls of the tube and the reflection and refraction on them and on interfaces are not shown in figure 2, for visual simplicity purposes.
Taking into account the geometry of the cell, the reflectance (radiation that is reflected out of the plane of incidence of the light) that occurs on the first rows of the suspended particles in the solution can be considered, in a whole, as a diffuse reflectance phenomenon. To optimize the FI system, the influence of various parameters was investigated. The dependence of the signal height on the total flow rate from 1.90 mL to 4.67 mL min −1 was studied. The rate of 4.67 mL min −1 for the method was selected as it combines analytical signal of good intensity and high analytical frequency. The analytical signal was considered good when the obtained R.S.D. (i.e. the relation 100 × S.D. / S; S.D. is the standard deviation and S is the analytical signal) was about 3% or better.
The influence of the reaction coil length was also investigated. It was observed that the signal increases when L increases from 50 to 100 cm, falling beyond this length. The length of 100 cm was adopted.
The influence of the sampling volume on the analytical signal was studied from 200 to 500 µL. After an initial fast increase, beyond 400 µL a minor influence on the signal is observed. For the experiments the volume of 500 µL was adopted as it furnishes a very good analytical signal without decreasing the analytical frequency.
Barium chloride solutions in presence of polyvinyl alcohol (PVA) 0.05% w/v, in HCl 0.01 mol L 1 , were prepared [25] . PVA acts as stabilizer of colloids increasing the repeatability of the system.
The influence of the concentration of ions Ba 2+ on the analytical signal was studied and the results are shown in figure 3 . Krug et al. [25] used a solution of Ba 2+ 0.204 mol L -1 for the quantitative precipitation of barium sulfate in a FI turbidimetric method. In the present work however it was observed that, above ca. 0.025 mol L -1 of Ba 2+ , the analytical signal does not present significant increase. To guarantee a safety margin of concentration for the quantitative precipitation of barium sulfate, a solution of barium chloride 0.05 mol L -1 was adopted. This decrease in the barium ions concentration means not only an economy of reagent but could also mean a decrease on the barium sulfate into the line along the operation time. [58] .
Conclusions
In face of the above explained, the proposed FI reflectometric procedure for the determination of sulfate in various matrixes offers analytical quantitative results of good precision and accuracy; it is very simple to be performed; the instrumentation used is of relatively low cost; the reagent concentration is low; about 120 determinations can be easily performed per hour.
In comparison with the turbidimetric batch procedure the flow proposed method is more precise and simpler to be performed. In comparison with the flow turbidimetric method proposed by Krug et al. [25] , the results are similar but the used reagent concentration in the method here proposed is lower; it also uses a commercial spectrophotometer whereas the here proposed procedure uses a home made detection device. Krug's method was applied to natural water samples and leaves digest. In the present work a new analytical matrix, biodiesel, was introduced presenting very good results.
Based on these results the method can be recommended as an alternative for the quantitative analysis of sulfate in a variety of samples.
Resumo: Um método potenciométrico para a determinação de minoxidil em formulações farmacêuticas baseado na reação redox entre K 2 Cr 2 O 7 e o minoxidil, foi desenvolvido. Os melhores resultados foram obtidos usando concentrações de 1,00 x 10 -2 mol L -1 para o minoxidil e 1,00 x 10 -3 mol L -1 para o K 2 Cr 2 O 7 ambos diluídos em uma solução em de H 2 SO 4 2,00 mol L -1 , a 60°C. As recuperações para método proposto foram da ordem de 98,7 % a 97,4 % dependendo da amostra comercial. O método proposto foi aplicado à amostras comerciais contendo minoxidil e, quando comparado com resultados obtidos a partir de procedimentos cromatográficos, apresentou concordância no nível de confiança de 95%, de acordo com o teste t-Student.
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